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Figure 4-6. Collector Current Sensing Resistors, 
' Simplified Schematic 

sensing resistors are shown simply as RC.) -These 

resistors, selected by relays, are enabled by front 

panel VERTICAL SENSITIVITY CURRENT /DIVISION 

switch S7. 

4-28. Since le is the only current flowing through 

RC' input to the vertical amplifier is directly propor­

tional to the values of le and RC. RC is a precision 

resistor resulting in a calibrated collector current 

sensitivity or deflection. The current sensing resis­

tor is connected to the grounded emitter of the device 

under test and the center tap of the collector sweep 

transformer. 

4-29. As in the horizontal amplifier, two N-type 

field effect transistors are used as source followers. 

A5Ql is connected to the grounded emitter of the 

device under test. The other input gate A5Q2 is 

connected across the sensing resistors to provide an 

input directly proportional to collector current. 

4-30. Vertical balance potentiometer A5R5 is used 

as a de balance control, adjusting the source currents 
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to make the source/gate voltages equal. 

4-31. Transistors A5Q3 and A5Q4 comprise a dif­

ferential amplifier with A5Q5 and A5Q6 acting as 

current sources. Gain of the amplifier is controlled 

by the emitter resistance selected by VERTICAL 

SENSITIVITY control. 

4-32. Transistors A5Q7 and A5Q8 are a differential 

pair. Their push-pull output is applied to the vertical 

deflection plates of the CRT, completing the vertical 

signal path. 

4-33. IASE STEP GENERATOR 

4-34. The base step generator produces a staircase 

waveform of current or voltage to the control terminal 

of the device under test. This current or voltage 

drive is increased in discrete steps and may be 

initiated or terminated at any level intermediate to 

the extremes. Any single step can be selected by 

setting the first and last steps equally. The incre­

ments (steps) can be supplied continuously (NORMAL 

mode) or in narrow pulses (PULSED mode). The 

duty cycle cif a device being tested under pulsed 

conditions in the 6200B Curve Tracer is reduced to 

less than 10%. The purpose of the PULSED mode is 

to characterize small signal devices at high current 

levels without destroying them. A detailed block 

diagram of the base step generator is shown in figure 

4-7. The key circuit is a staircase generator capable 

of producing a staircase waveform of ten calibrated 

steps. FIRST SWEEP STEP NO. and LAST SWEEP 

STEP NO. switches are provided to start and ter­

minate the drive level at any desired step. 

4-35. The four flip-flops, the last step switch, the 

reset generator, and first step switch all operate in 

a closed loop to give a continuous repetition of the 

staircase waveform. 

4-36. Front panel RANGE and MULTIPLIER ad­

justments provide amplitude control of the base 

drive. RANGE selector provides large incremental 
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adjustment of thebasedrive level, whilethe MULTI­

i''LIER allows continuous variation over the entire 

.ange with essentially infinite resolution: 

Increments = RANGE x MULTIPLIER 

4-37. The height of any particular step in the 

staircase is determined as follows: 

Amplitude = RANGE x MULTIPLIER x 

Number of Step. 

For example, the amplitude of the tenth step when the 

base step generator is in its 1 VI step range and the 

multiplier is at 3. 33 is: 

Amplitude = 1 V/step x 3. 33 x 10 steps= 33 V. 

4-38. A zero step amplifier offsets the output of 

the staircase generator so that with no voltage in, 

the front panel CRT screen indicates zero base drive. 

4-39. The base step amplifier raises the signal 

level for application to the base of the transistor 

under test. 

4-40. laH Step Counter 

4-41. Input to the base drive circuits is a primary 

ac power sine wave. The trigger circuit pulses as 

the sine wave passes zero; therefore the trigger rate 

is twice the frequency of the primary power input. 

4-42. The waveforms are differentiated and applied 

to the first of four cascaded flip-flops. Each succes­

sive pulse advances the count output of the flip-flops. 

One output of each flip-flop is connected across coded 

resistors to the multiplier circuit. Thus count output 

is presented as a calibrated current. The count­

proportional current (staircase waveform) is pre­

sented at the output for application to the multiplier 

circuit. 
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4-43. first Step Selection 

4-44. Selection of the first step is made with front 

panel FIRST SWEEP STEP NO. switch S3. This 

control is a rotary switch with four ganged wafers. 

Each wafer consists of two sets of ten contacts. The 

set and reset inputs of one flip-flop in the counter 

are controlled by one set of contacts on each rotary 

switch. When the control is turned to the selected 

first step number, the coded rotary switches set and 

reset four flip-flops to start the sweep at the indi­

cated point. 

4-45. Last Step Selection 

4-46. Selection of the last step is made with front· 

panel LAST SWEEP STEP NO. switch. This control 

is connected by one contact to a string of resistors 

serving as a voltage divider. The other contact is 

connected to a comparator. Outputs of the flip-flops 

are connected to the other input of the comparator. 

(See figure 4-7.) When the output of the flip-flops 

matches the value selected on the voltage divider, the 

comparator pulses the reset generator that returns 

the first step decoder to the condition selected for 

the first step. 

4-47. Range 

4-48. Either current or voltage steps can be applied 

to the base circuit shown in figure 4-8. Programed 

resistances are selected at the front panel RANGE 

switch to set mode and range. When current is 

selected to be applied to the base, the programed 

resistances give six ranges of IB: 0. 1 µA, 1 µA, 

10 µA, 100 µA, 1 mA, and 10 mA. 

4-49. When the generator is used to apply a selected 

base voltage, a 100 0 resistor is connected (through 

AlOKl} across the BASE input to provide a low 

impedance voltage source. Three ranges are avail­

able: 0. 01 V, 0.1 V, and 1. 0 V. 
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Figure 4-8. Current/Voltage Base Input Block Diagram 

4-50. Multiplier 

4-51. The MULTIPLIER circuit (refer to figure 

4-8) is a potentiometer that may be set at the front 

panel. Current is fed through the multiplier circuit 

constituting a calibrated voltage. The movable arm 

on the MULTIPLIER potentiometer taps the voltage 

at a desired level and provides an input path to the 

zero step amplifier. 

4-52. Zero Step Amplifier 

4-53. With zero input from the BASE STEP COUNT­

ER, it is desirable for accuracy that the trace on the 

screen of the CRT register zero also. The function 

of the zero step amplifier is to provide a means to 

set the trace to zero, maintainingan accurately cali­

brated reference. 

4-54. Input to the zero· step amplifier is taken from 

the movable arm on the MULTIPLIER potentiometer, 

and applied to the base of Al3Q7A. A13Q7A and 

A13Q7B are a differential pair. A13Q7B is biased 

with ZERO STEP potentiometer mounted on the front 

panel. The ZERO STEP control biases the circuit 

so that the level at the collector of A13Q8 (input to 

the POLARlTY switch) is approximately zero when 

the circuit is quiescent. 

4-1 

4-55. An input at the base of Al3Q7A appears at 

the collector of A13Q8 as the difference between the 

input value and the zero adjustment value in the same 

phase. A13Q8 serves as an inverting amplifier that 

furnishes a signal directly proportional to the input 

to A13Q7A and of sufficient amplitude to drive the 

base step generator. 

4-56. laH Step Amplifier 

4-57. Inputs to this amplifier are selected by front 

panel POLARlTY switch S5 and relays AlOK7, A18K8. 

The polarity switch grounds the unused side of the 

amplifier. The + inputs are applied to A14Q4B, 

which is the noninverting side of the amplifier. The 

- inputs are applied to the inverting side A14Q4A. 

A feedback loop is provided from the single-end 

output of the amplifier to the inverting side. 

4-51. Feedback Amplifier 

4-59. Adding the base of the device under test to 

the output of the base step generator introduces an 

error in the generator's output that is directly pro­

portional to the impedance of the device. Compen­

sation must be added to the generator output to supply 

the additional voltage to keep the generator current 

at the programed level. This is the function of 

feedback amplifier. 
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4-60. Input to the feedback amplifier is taken from 

the base input as shown in figure 4-8. In current 

tests, the resistance of the base and the resistance 

of the ranging resistor form a voltage divider with 

voltage drop being the error introduced. Input to 

the feedback amplifier is the programed current plus 

the current drawn by the device. This input is ap­

plied to the non-inverting side of the amplifier which 

is clamped by the feedback to a gain of 1. The output 

of the feedback amplifier is applied to the non-invert­

ing input of base step amplifier through a 100 k 

attenuating resistor. This drives the base step 

amplifier to increase its output voltage until the 

error is overcome and the circuit stabilizes. 

4-61. POWER SUPPLIES 

4-62. The power supplies for the Model 6200B 

include: +45 V and -45 V supplies for control refer­

ence, and timing functions; 225 V supply used as a 

reference for the CRT supply; 2500 V regulated 

supply used as accele~ating voltage source for the 

CRT; and single function supplies used for filament 

power and pulse timing purposes. 

4-63. ± 45 Volt Supplies 

4-64. The +45 V and -45 V supplies are mounted on 

board Al. The two circuits operate identically except 

that one supply puts out a positive voltage while the 

other produces a negative supply voltage. 

4-65. Input source to the +45 V supply is a 50 Vac 

rms secondary. Output regulation is accomplished 

by a chassis-mounted series regulating transistor. 

Variable resistor AlR36 provides precision adjust­

ment of output level. Zener diode AlCRB is formed 

by the emitter-collector junction of a 2N3073 transis­

tor. It provides a stable reference for the supply. 

4-66. Constant current generator A1Ql5 holds the 

current through AlR34 very nearly constant. Output 

variations are sensed across AlR34, and the small 

voltage variation is detected at the base of A1Ql4. 
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As the output voltage tends to decrease due to an 

applied load, the drive to AlQ14 is reduced and it 

conducts less current. 

4-67. AlQU is a constant current generator whose 

current is diverted partially into the base of A1Ql2. 

AlQ12 conducts providing drive to A1Ql3 which, in 

turn, drives the series regulator. The series regu­

lator conducts harder to raise the output level, thus 

compensating for the original drop and accomplishing 

regulation. 

4-68. AlCR9 acts as a reference for the constant 

current generator. AlQlO is a clamping circuit that 

limits the output of the constant current generator. 

4-69. ~sistors AlR20 and AlR24 provide current 

limiting for the supply. 

4-70. Resistor AlR25 provides negative current 

limiting when output current reaches a set level. 

4-71. ± 225 Volt Supply 

4-72. The 225 V supply, shown in figure 4-9, is 

comprised of: full-wave bridge rectifier A2CR1, 

series regulator A2Q4, with which A2Ql forms a 

Darlington configuration; sensing resistor A2R9; 

reference zener diode A2CR2; simple amplifier cir­

cuit A2Q2; and constant current generator A2Q3. 

4-73. Output is sensed across resistor A2R9 and 

regulation is initiated by voltage variations detected 

at the base of A2Q2. For instance, a drop in output 

voltage reduces the voltage level at the collector of 

A2Q3. This, in turn, reduces drive to A2Q2, which 

causes A2Q2 to conduct less, allowing a rise in po­

tential at the base of A2Ql which then conducts more. 

The potential at the base of A2Q4 is increased, A2Q4 

conducts harder, and the voltage drop is compensated 

for. 

4-74. Diode A2CR2 maintains constant voltage at 

the emitter of A2Q2 so that no matter how hard A2Q2 

4-9 
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Figure 4-9. 225 Volt Re9ulatt1d Power Supply Simplified Schematic 

conducts, the voltage is maintained constant at the 

base of A2Q3. 

4-75. Current through A2R9 is maintained essen­

tially constant by use of constant current generator 

is provided by A2CR2. The constant current in R9 

forces the change in output voltage to be the same as 

the voltage change at the input to the sensing ampli­

fier, thus giving better regulation and lower output 

impedance. 

4-76. High Voltage Power Supply 

4-77. The 2500 V supply provides operating poten­

tials for the cathode ray tube. Transistor A15Ql (see 

figure 5-2) and transformer A15Tl comprise a 50 kc 

oscillator and step-up-circuit that has an output of 

approximately 2200 V rms. Diode A15CR2 rectifies 

this signal and capacitor C6 filters the rectified output. 

The de potential across C6 is approximately -2500 V. 

4-78. INTENSITY and FOCUS voltages for the CRT 

are obtained from a voltage divider network connected 

between C6 and the 225 V supply. INTENSITY poten-

4-10 

tiometer R241 and FOCUS potentiometer R242 are 

chassis mounted. 

4-79. The high voltage output is regulated by a dif­

ferential amplifier circuit (A15Q2, A15Q3) that con­

trols the output of the RF oscillator A15Ql. The amp­

lifier compares a portion of the output signal derived 

from the voltage divider and a -22. 5 V reference 

derived from voltage divider A15R10 and A15Rll 

connected between the -45 V supply and ground. 

4-80. In operation, when the output voltage drops, 

the voltage at the base of A15Q3B increases, and the 

differential amplifier increases its ciutput to return 

the supply output to its original level. 

4-81. The rear panel ASTIGMATISM potentiometer 

R14 (chassis mounted) is connected between the 225 V 

supply and ground. 

4-82. Filament Supply 

4-83. The 6. 3 Vac filament supply for the CRT is 

derived directly from the secondary of the power 

transformer at terminals 13 and 14. Filament pins 

on the CRT are numbers 1 and 14. 
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Section V 
Maintenance 

5-1. INTRODUCTION 

5-2. This section contains information for calibra­

tion, maintenance, and troubleshooting of the Model 

6200B. A list of test equipment required for proce­

dures outlined in this section is included. 

5-3. TEST EQUIPMENT REQUIRED 

5-4. Table 5-1 lists test equipment required for 

performance check, troubleshooting, and adjustment. 

If the recommended equipment is not available, equip­

ment with equivalent specifications may be substi­

tuted. 

5-5. In procedures involving accurate de voltage 

or resistance measurements, care must be taken to 

ensure consistent results. Working standards should 

be referred to primary standards on a regular basis. 

Particular care should be taken with resistance 

standards that are subject to long-term drift due to 

aging. 

Table 5-1 Requftd Test Equipment 

EQUIPMENT REQUIRED !RECOMMENDED 

TYPE SPECIFICATIONS MODEL 

Oscilloscope 5 mV vertical Fairchild 767 H 

sensitivity 

Digital 0. 01 % accuracy Fairchild 7100A 
Voltmeter 

Voltmeter 4000V probe Simpson 

1000 kr2/V Model 269 

5-6. PERFORMANCE CHICK 

5-7. The performance check outlined in the follow­

ing paragraphs is used to verify the specifications of 

the Model 6200B. It can be used upon receipt of a 

new instrument, for routine preventive maintenance, 

and following repair. 

5-8. If a failure is indicated at any ti~e during 

this check, proceed immediately to the calibration 

procedure. 

a. Turn power ON with SCALE LIGHT/POWER 

switch. Allow one minute warmup. Then adjust 

beam O!l CRT screen for optimum focus and intensity. 

If a spot cannot be located on the CRT, push and hold 

HORIZ. SENSITIVITY and VERTICAL SENSITIVITY 

ZERO switches while rotatingvertical and horizontal 

POSITION potentiometers until beam spot is found. 

Position spot in approximate center of screen. A 

slight adjustment of astigmatism 1!1ay be necessary 

for minimum distortion. This control is located on 

rear panel of instrument. 

b. Make the following control settings: 

COLLECTOR SWEEP VOLTAGE fully CCW 

FULL RANGE VOLTAGE + 20 NPN 

SERIES RESISTOR lK 

PULSED BASE/NORMAL NORMAL 

POLARITY + NPN 

LAST SWEEP STEP NO. 10 

MULTIPLIER 1 

RANGE .1 v 
FIRST SWEEP STEP NO. 0 

VERTICAL SENSITIVITY lmA 

HORIZ. SENSITIVITY 0.1 VOLTS 
BASE 

INVERT/NORMAL switches NORMAL 

S-1 
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c. Press and hold HORIZ. SENSITIVITY ZERO 

;witch and position CRT beam to left side of screen; 

align on first vertical line of graticule. POSITION 

control is concentric knob on HORIZ. SENSITIVITY 

switch. 

d. Press and hold VERTICAL SENSITIVITY ZERO 

switch and position CRT beam to bottom of screen; 

align on first horizontal line of graticule. POSITION 

control is concentric knob on VERTICAL SENSITIV­

ITY switch. 

5-9. Observe a series of eleven dots on CRT, each 

occurring at one large division of the screen. 

a. Allow a 15 minute warmup before proceeding 

with next test. 

b. Set HORIZ. SENSITIVITY toO. 2V BASE. Adjust 

BASE STEP GENERATOR MULTIPLIER dial until all 

eleven dots again coincide with each large graticule 

division. Reading on MULTIPLIER dial should be 

2. 00 ±3%, or 2. 06 maximum and 1. 94 minimum. 

c. Set HORIZ. SENSITIVITY to 0. 5 V COLLECTOR. 

Jumper BASE terminal to COLLECTOR terminal. 

Adjust BASE STEP GENERATOR MULTIPLIER dial 

until all eleven dots again coincide with each large 

graticule division. Reading on "MULTIPLIER dial 

should be 5. 00 ±3%, or 5. 15 maximum and 4. 85 

minimum. 

d. Set HORIZ. SENSITIVITY to 2 V COLLECTOR. 

Set BASE STEP GENERATOR RANGE to 1 V. Adjust 

BASE STEP MULTIPLIER unitl dots again coincide 

with large graticule divisions. Reading on MULTI­

PLIER dial should be 2. 00 ±3%, or 2. 06 maximum, 

1. 94 minimum. Remove BASE to COLLECTOR short. 

e. Attach a 2 kU, ±5%, 1/2 W resistor between 

COLLECTOR and EMITTER terminals. Set COL­

LECTOR SWEEP VOLTAGE to 100%. A 45° trace 

should now be observed on CRT screen, corresponding 

to 20 V full scale ±1 small division, and 20 mA full 
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scale ±1 small division. 

f. Remove the 2 kf2 resistor. 

5-10. The unit is in operating order if all the fore­

going checks have been met. 

5-11. CALIBRATION PROCEDURE 

5-12. The paragraphs following state the alignment 

procedure used to calibrate the Model 6200B Curve 

Tracer. The procedure must be followed in the order 

given because there is interaction between adjust­

ments. Refer to figure 5-1 for location of test points 

and adjustment controls. 

5-13. Initial Control Settings and Warm-Up 

CAUTION 

WHILE THE INSTRUMENT IS REACHING 

OPERATING TEMPERATURE, TURN IN­

TENSITY CONTROL FULLY COUNTER 

CLOCKWISE AND PULL OUT COLLEC­

TOR SWEEP RESET SWITCH AS A PRE­

CAUTION. 

5-14. Make the initial control settings listed below 

and then turn the SCALE LIGHT/POWER switch 1/4 

turn C. W. to the ON power position. Allow at least 

a thirty minute warm-up period for unit to stabilize 

before attempting calibration. 

COLLECTOR SWEEP VOLTAGE 

FULL RANGE VOLTAGE 

SERIES RESISTOR 

Horizontal POSITION 

Vertical POSITION 

VERTICAL SENSITIVITY 

HORIZ. SENSITIVITY 

FIRST SWEEP STEP NO. 

LAST SWEEP STEP NO. 

0 

+ 20 NPN 

1 MU 

1/2 turn C. W. 

1/2 turn C. W. 

50 mA/div 

.1 V/div 
COLLECTOR 

0 

0 
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RANGE 

MULTIPLIER 

POLARITY 

PULSED BASE/NORMAL switch 

Vertical INVERT/NORMAL switch 

Horiz. INVERT /NORMAL switch 

.1 v 
1 

+ NPN 

NORMAL 

NORMAL 

NORMAL 

5-15. ±45 Volt and+ 225 Volt Power 

Supply Adiu1tment1 

5-16. To check and calibrate ±45 V and +225 V 

power supplies, perform following steps: 

a. Remove top cover from instrument. 

b. Connect digital voltmeter between test points 

listed in table 5-2 and check that all outputs are 

within tolerance. Make adjustments where neces­

sary. 

c. Check 120 Hz ripple and HF noise with oscil­

' 1oscope. Results should be below maximum figures 

given in table 5-2. 

5-17. - 2500 Volt Supply Check 

WARNING 

LETHAL VOLT AGES ARE PRESENT IN 

THE 2500 VOLT SUPPLY. OBSERVE 

PROPER PRECAUTIONS WHEN MAKING 

MEASUREMENTS. 

Section V 
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5-18. This supply is referenced to the +225 .V supply 

and the output is not adjustable. To check output 

proceed as follows: 

a. Connect positive terminal of voltmeter (100 kSl/V 

input impedance) to front panel EMITTER terminal. 

b. Using 4000 V probe, connect negative terminal 

of voltmeter to terminal 3 of front panel INTENSITY 

control R241. The voltmeter should read -2500 V. 

±25 v. 

c. Remove voltmeter. 

5-19. Horizontal Amplifier Adiu•tment 

5-20. To check DC Balance Adjustment, proceed 

as follows: 

a. Connect a jumper between front panel COLLEC­

TOR and EMITTER terminals. Increase intensity 

until a dot appears on the CRT screen. 

b. Push COLLECTOR SWEEP RESET button In. 

c. Position dot in center of screen with horizontal 

POSITION control. 

d. Switch HORIZ. SENSITIVITY from 0. 1 V /div to 

0. 01 V /div and note direction of travel of trace. 

Table5-2. ±45 Volt and +225 Volt Supply Specifications 

POWER TEST 
OUTPUT ADJUSTMENT TOLERANCE 

MAXIMUM MAXIMUM 

SUPPLY POINTS 120 Hz RIPPLE HF NOISE 

+45 v AlTPl (+) +45 v Al.R.36 +50 mV 10 mV 5 mV 

A1TP2 (GND) - OmV p.p. 

-45 v A1TP2 (GND) -45 v Al.R.18 +50 mV 10 mV 5 mV 

A1TP3 (-) - 0 mV p.p. 

+225 v A2TP2 (+) +225 v A2.Rll +1 v 50 mV 25 mV 

A2TP1 (GND) -0 v p.p. 

5-3 
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e. Move trace back to center of CRT with DC 

Balance Adjustment A 7R5. 

f. Set HORIZ. SENSITIVITY back to . 1 V /div. 

g. Repeat steps c, d, e, and f until there is no 

movement between range changes. 

h. Remove jumper from COLLECTOR and EMIT­

TER terminals. 

5-21. Horizontal Amplifier Gain Adjustment is 

performed in the following manner: 

a. Connect ajumper between front panel COLLEC­

TOR and BASE terminals. 

b. Connect DVM across COLLECTOR and EMIT­

TER terminals. 

c. Set POLARITY to+ NPN. 

d. Set FIRSTand LAST SWEEP STEP NO. switches 

to 10. 

e. Set HORIZ. SENSITIVITY to .1 V/div. Adjust 

multiplier dial until voltmeter reads 1. 000 V ±1 mV. 

f. Press HORIZ. ZERO button and position beam 

spot precisely on first left vertical graticule with 

horizontal POSITION control. Release ZERO button. 

g. Adjust A 7R23 until spot coincides with first 

right vertical graticule. 

h. Repeat steps f and g until dot falls on both the 

left and right graticule lines. 

i. Set RANGE switch to . 01 V and the HORIZ. 

SENSITIVITY to . 02 V /div. 

j. Adjust MULTIPLIER dial until the voltmeter 

reads 0. 2000 V ±100 µV. 

5-4 
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k. Repeat step f. 

1. Adjust A 7Rl 4 until dot again coincides with first 

right vertical graticule. 

m. Repeat steps k and l until dot falls on both left 

and right graticule lines. 

n. Set HORIZ. SENSITIVITY to 0. 01 V /div and 

adjust MULTIPLIER dial until the voltmeter reads 

.1000 V ±100 µV. 

o. Repeat step f. 

p. Adjust A 7R16 until dot coincides with first right 

graticule. 

q. Press HORIZ. ZERO pushbutton and check that 

dot still aligns with first left graticule. Repeat steps 

p and q if necessary. 

r. Set RANGE to 1 V and HORIZ. SENSITIVITY to 

1 V/div. 

s. Adjust MULTIPLIER dial until the voltmeter 

reads 10. 000 V ±10 mV. 

t. Repeat step f. 

u. Check that the dot falls directly on the first 

right graticule line ±1 1/2 small divisions. 

v. This completes Horizontal Amplifier Adjustment. 

Remove DVM and the COLLECTOR to BASE short. 

5-22. Vertical Amplifier Adiustment 

5-23. To check DC Balance Adjustment, proceed 

as follows: 

a. Press vertical ZERO pushbutton and position 

beam spot behind center line on eXtreme left vertical 

graticule line with vertical POSITION control. 

/ 
I 



Model 6200B 

b. Switch VERTICAL SENSITIVITY from 50 mA/div 

to 20 mA/div note direction of vertical spot move­

ment. 

c. Move spot back to center of CRT with DC Balance 

Adjustment A5R5. 

d. Repeat step b. Continue to adjust A5R5 until 

there is no vertical spot movement between range 

changes. 

5-24. Vertical Amplifier Gain Adjustment is per­

formed in the following manner: 

a. Make the following settings: 

HORIZ. SENSITIVITY 

VERTICAL SENSITIVITY 

SERIES RESISTOR 

FULL RANGE VOLTAGE 

0.1 V/div 

1 mA/div 

3n 

20 + NPN 

b. Connect a 100 n 1/2 W ±1% resistor across 

COLLECTOR and EMITTER terminals. 

c. Position beam spot precisely behind lower left 

corner of graticule. 

d. Rotate COLLECTOR SWEEP VOLTAGE control 

until trace crosses extreme right vertical graticule 

line. 

e. Adjust A5Rl6 (vertical amplifier gain) until 

trace crosses from the center of lower left corner to 

the center of upper right corner of graticule, i.e. a 

45 ° slope. (Reposition trace if necessary as adjust­

ment is being made). Decrease COLLECTORSWEEP 

VOLTAGE. 

f. Remove the 100 n resistor and connect a 10 n, 
1/2 W, 1 % resistor. 

g. Change HORIZ. SENSITIVITY to 0. 2 V /div and 

VERTICAL SENSITIVITY to 20 mA/div. 

h. Rotate COLLECTOR SWEEP VOLTAGE control 

Section V 
Paragraphs 5-24 to 5-26 

until trace just crosses extreme right vertical grati­

cule line. Check that trace again crosses from lower 

left to upper right corners ± 1. 5 minor division. De­

crease COLLECTOR SWEEP VOLTAGE. 

i. Remove the 10 n resistor and connect a 10 k'2 

±1% resistor across COLLECTOR and EMITTER 

terminals. 

j. Change HORIZ. SENSITIVITY to . 05 V /div and 

VERTICAL SENSITIVITY to 5 µA/div. 

k. Rotate COLLECTOR SWEEP VOLTAGE control 

clockwise and check again that trace is from lower 

left corner to upper right corner ±1. 5 minor division. 

1. This completes the vertical calibration proce­

dure. Remove the 10 k'2 resistor between the COL­

LECTOR and EMITTER terminals. 

5-25. lase Step Generator Alignment 

5-26. The Base Step Generator Alignment is checked 

and aligned as follows: 

a. Connect jumper between EMITTER and 

BASE terminals. 

b. Connect DVM to Al3TP1. Use front panel 

EMITTER terminal for GND. 

c. Adjust Al3R8 until DVM reads less than 100 µV. 

d. Remove EMITTER to BASE jumper and replace 

with a voltmeter. 

e. Set FIRST SWEEP STEP NO. to 1 and LAST 

SWEEP STEP NO. to 1. 

f. Switch BASE POLARITY from + NPN to - PNP 

and adjust Al4Rl0 until the voltmeter reads the same 

voltage ±1 mV in both polarities. 

g. Set FIRST and LAST SWEEP STEP NO. to 10 

and MULTIPLIER dial to 10. 
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Section V 
Paragraphs 5-27 to 5-30 

NOTE 

If 10th step cannot be obtained, carry out 

the procedure detailing in paragraph 5-27 

before proceeding. 

h. Adjust A12R21 until the voltmeter reads 10. 000 V 

±10 mV. 

i. Set FIRST and LAST STEP switches to 1 and 

adjust MULTIPLIER potentiometer to 1. 

j. Adjust ZERO STEP ADJUST (located on front 

panel) until DVM reads +O. 1000 V ±1. 5 mV. 

k. It is recommended that all ranges be spot 

checked for accuracy. 

1. This completes calibration of the Base Step 

Generator. Remove Voltmeter. 

5-27. PulHd laH Adiustment 

5-28. The Pulsed Base circuitry is adjusted as 

follows: 

a. Make the following control settings: 

BASE STEP RANGE 0.1 v 
POLARITY + NPN 

MULTIPLIER 1. 0 

FIRST SWEEP STEP 0 

LAST SWEEP STEP 1 

PULSED/NORMAL PULSED 

FULL RANGE VOLTAGE +20 NPN 

SERIES RESISTOR 1 KO 

COLLECTOR SWEEP VOLTAGE 20 

b. Connect channel A of a dual trace oscilloscope 

to the COLLECTOR terminal. Observe output of 

BASE terminal on channel B. Check that signal on 

channel B consists of pulses of 100 mV amplitude 

alternately occurring with a 120 Hz 20 V collector 

pulse observed on channel A. 

5-6 
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c. Adjust Al2R6 until Base Step Pulse occurs at 

peak of collector waveform. Width of pulse is to be 

750 µsec :1:100 µsec. 

5-29. Hy1terHi1 Adlustment 

5-30. Hysteresis can be reduced to a minimum by 

using the following procedure: 

NOTE 

This adjustment should be necessary only 

when a test fixture is used with the insh"U­

ment. The test fixture (even of it is the 

test socket supplied with the instrument) 

may introduce stray capacitances through 

the front panel COLLECTOR, BASE, and 
EMITTER terminals, res~lting in a dis-

torted trace on the screen of the CRT. . . 
This procedure provides compensation for 

these capacitances, and it must be repeated 

whenever the test socket is removed or 

changed. 

a. Make the following control settings: 

VERTICAL SENSITIVITY 

SERIES RESISTOR 

HORIZ. SENSITIVITY 

FULL RANGE VOLTAGE 

COLLECTOR SWEEP VOLTAGE 

1 µA 

3Sl 

2 V/div 

+ 20 NPN 

fully clock­
wise 

b. Adjust C5 for minimum reading on CRT screen. 

See figure 5- 1 for location of adjustment curves. 

c. Change FULL RANGE VOLTAGE to -20 PNP. 

Adjust C4 for minimum reading on CRT screen. 

d. Set controls as follows: 

HORIZ. SENSITIVITY 

FULL RANGE VOLTAGE 

20 v 
+200 PNP 

e. Adjust C15 for minimum reading. 
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f. Change FULL RANGE VOLTAGE to -200 NPN. 

Adjust C12 for a minimum reading on CRT screen. 

g. Set controls as follows: 

HORIZ. SENSITIVITY 

FULL RANGE VOLT AGE 

100 v 
+1000 NPN 

i. Adjust C9 for minimum reading. Change FULL 

RANGE VOLTAGE to -1000 PNP. Adjust C6 for a 

minimum reading on CRT screen. 

j. This completes the checkout and calibration 

procedure for the Model 6200B. 

5-31. Periodic Maintenance 

5-32. The Model 6200B required little periodic 

maintenance. The procedure in the following para­

graphs may be used when maintenance is performed 

on a regular basis. 

5-33. Inspection 

Section V 
Paragraphs 5-31 to 5-39 

5-34. Remove top and bottom covers from instru­

ment. Inspect the chassis and mounted components 

for damage, signs of overheating, etc. Remove 

circuit boards and inspect for damage or signs of 

failure. Using low pressure, dry, compressed air, 

blow out any dust accumulation. 

5-35. Rotate front-panel controls through full 

range, noting any binding or rough action. 

5-36. Following inspection, replace all circuit 

boards and covers. Make performance check detailed 

in paragraphs 5-6 through 5-10. 

5-37. COMPONENT LOCATION AND SCHEMATIC 

DIAGRAMS 

5-38. Figures 5-2 throug~ 5-37 show location of 

components on circuit boards and schematic dia­

grams. 
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Figure 5-15 
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VERTICAL : .2VIDIV , HORIZONTAL: IOmNc/lll'I? 

VERTICAL:.2VIOIV. , HORIZl'JNTAL: 2mMC/OIV. 

TEST CONDITIONS 
CURVE TRACER 

SETTINGS 
OSCILLOSCOPE 

SETTINGS 

HORIZONTAL SENSJTMTY: 
FULL RANGE 2 mttc/div 

VOLTAGE'.+ 200 VERTICAL SENSITIVITY: 

COLLECTOR Q.2V/div 
SWEEP VOLTAGE" FULLY CCW DC COUPLED 

SERIES R.IMI\ 

0 

A13-U 

A7-H 

cif 

TEST CONDITIONS 
CURVE TRACER 

SETTINGS 

RANGE: .OIV 
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Section V 
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Section V 
Figure 5-21 
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Section V 
Figure 5-23 
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Section V 
Figure 5-33 
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Figure 5-33. Parts Location, Assembly AJ6 
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Section V 
Figure 5-37 
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Model 6200B Section VI 
Paragraphs 6-1 to 6-6 

Section VI 
Replacement Parts 

6-1. GENERAL 

6-2. Tables 6-1 through 6-17 contain information 

for ordering replacement parts and list: circuit 

reference, description, manufacturer, and Fairchild 

Instrumentation part number. Physical location of 

electrical components and mechanical items are 

called out in section V and are cross-referenced 

with the parts list through the circuit reference 

numbers. 

6-3. ORDERING INFORMATION 

6-4. To order a replacement part, address the 

order to an authorized Fairchild Instrumentation 

sales representative, or to: 475 Ellis Street, Moun­

tain View, California. 

6-5. Specify the following for each part: 

a. Model and serial number of instrument. 

b. Fairchild Instrumentation part number. 

c. Circuit reference designation, assembly number, 

or complete description. 

6-6. To order a part not listed in tables 6-1 

through 6-17, provide a complete description of the 

part, including function and location. 

AllREVIATIONS 

AB 
Aerovox 
Amperex 
Amphenol 
Arco 
Bourns 
Continental 
CRL 
Elmenco 
Fansteel 
F. I. 
F. S. 
Goodall 
Hamlin 
Helipot 
Hopkins 

Allen-Bradley Co. 
Aerovox Corp. , HI-Q Div. 
Amperex Electronic Corp. 
Amphenol-Borg Electronics 
Arco Electronics, Inc. 
Bourns, Inc., Trimpot Div. 
Continental-Wirt Electronics Corp. 
Centralab Div. of Globe-Union Inc. 
The Electro Motive Mfg. Co. 
Fansteel Metallurgical Corp. 
Fairchild Instrumentation 
Fairchild Semiconductor 
Good All Mfg. Co. 
Hamlin, Inc. 
Helipot Div. of Beckman Inst. 
Hopkins Engineering Co. 

IRC 
Kelvin 
Littelfuse 
Mallory 
Marco 
Metohm 
Motorola 

RBM 

Rich 
Rotron 
Sprague 
TEC 
TRW 
Tower 
Vishay 
Welwyn 

International Resistance Co. 
Kelvin 
Littelfuse, Inc. 
Mallory Capacitor Co. 
Marco-Oak Industries 

Motorola Semiconductor 
Products 

RBM Controls Div. , 
Essex Wire Corp. 

Rich Industries 
Rotron Mfg. Co. 
Sprague Electric Co. 
Transistor Electronics Corp. 
TRW Capacitor Div. 
'Tower Mfg. Corp. 
Vishay Inst. Inc. 
Welwyn International 

6-1 



Section VI 
Table 6-1 

Circuit 

Reference 

6-2 

Al 

A2 

A3 

A4 

AS 

A6 

A7 

AB· 

A9 

AlO 

All 

Al2 

Al3 

Al4 

Al5 

Al6 

Al7 

Cl 

C2 

Table 6i. Model 62008 Parts Ust 

Description 

Assembly, :1:45 V P. S. , (ref. table 6-2) 

Connector, P. C., 22 pin 

Assembly, 225 V, P. S., (ref. table 6-3) 

Connector, P. C. , 22 pin 

Assembly, Collector Current Relay 
(ref. table 6-4) 

Connector, P. C., 22 pin 

Assembly, Collector Current Relay 
(ref. table 6-5) 

Connector, P. C., 22 pin 

Assembly, Vertical Amplifier (ref. table 6-6) 

Connector, P. C., 22 pin 

Assembly, Collector Voltage Relay 
(ref. table 6-7) 

Connector, P. C., 22 pin 

Assembly, Horizontal Amplifier (ref. table 6-8) 

Connector, P. C., 22 pin 

Not assigned 

Not assigned 

Not assigned 

Assembly, Base Step Counter (ref. table 6-9) 

Connector, P. C., 22 pin 

Assembly, Pulse Base and Last Step Reset 
(ref. table 6-10) 

Connector, P. C., 22 pin 

Assembly, Feedback Amplifier and Zero Step 
(ref. table 6-11) 

Connector, P. C., 22 pin 

Assembly, Base Step Amplifier (ref. table 6-12) 

Connector, P. C., 22 pin 

Assembly, High Voltage P. S. (ref. table 6-13) 

Connector, P. C., 22 pin 

Assembly, Collector Phase Capacitor 
(ref. table 6-14) 

Connector, P. C. , 22 pin 

Assembly, Collector Resistor Switch 
(ref. table 6-15) 

Connector, P. C., 22 pin 

Capacitor, 56 µF, 75 V 

Same as Cl 

Manufacturer 

FI 
Elco 

FI 
Elco 

FI 

Elco 

FI 

FI 
Elco 

FI 

Elco 

FI 
Elco 

FI 

Elco 

FI 

Elco 

FI 

Elco 

FI 
Elco 

FI 
Elco 

FI 

Elco 

FI 

Elco 

Model 6200B 

FI Part 

Number 

6620-01 

6123-69 

6620-02 

6123-69 

6620-03 

6123-69 

6620-04 

6620-05 

6123-69 

6620-06 

6123-69 

6620-07 

6123-69 

6620-11 

6123-69 

6620-12 

6123-69 

6620-13 

6123-69 

6620-14 

6123-69 

6620-15 

6123-69 

6620-16 

6123-69 

6620-17 

6123-69 

5303-56 



Model 6200B 

Table 6-J. Model 62008 Parts list (Cont) 

Circuit 
Description 

Reference 

C3 Capacitor, 1500 µF, 75 V 

C4 Not assigned 

C5 Not assigned 

C6 Not assigned 

C7 Not assigned 

CB Not assigned 

C9 Not assigned 

ClO Same as C3 

Cll Not assigned 

C12 Capacitor, 1 µF, 200 v 

C13 Not assigned 

C14A Capacitor, 12 µF, 350 v 
C14B Same as C14A 

CBl Circuit Breaker 

CRl Diode 

CR2 Diode, 1N4003 

CR3 Same as CR2 

CR4 Diode, 1N2992 

CR5 Same as CR4 

DSl Lamp (Scale light intensity) 

DS2 Same as DSl 

Fl Fuse, 2 A 

J2 Connector, ac 

Ql Not assigned 

Q2 Transistor, S19949 

Q3 Not assigned 

Q4 Same as Q2 

Q5 Not assigned 

Q6 Not assigned 

Q7 Not assigned 

Manufacturer 

Mallory 

Klixon 

Littelfuse 

Tower 

Delco 

Section VI 
Table 6-1 

FI Part 

Number 

5303-48 

. 

5303-96 

5705-93 

5161-33 

5700-39 

6124-47 

5155-11 



Section VI 
Table 6-1 

Circuit 

Reference 

Q8 

Q9 

QlO 

Qll 

Q12 

Q13 

Q14 

Q15 

Q16 

Q17 

Q18 

Ql9 

Q20 

Q21 

Q22 

Q23 

Q24 

Q25 

Q26 

Q27 

Q28 

Q29 

Q30 

Q31 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RS 

R9 

6-4 

Model 6200B 

Table 6-1. Model 62008 Ports Ust (Cont} 

Fl Part 
Description Manufacturer 

Number 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned . 
Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned • 

Not assigned 

Same as Q2 -
Same as Q2 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 



Model 6200B 

Circuit 

Reference 

RlO 

Rll 

R12 

R13 

R14 

R15 

R16 

Rl7 

R18 

Rl9 

R20 

R21 

, 

RlOO 

R101 

R102 

R103 

Rl04 

R105 

R106 

R107 

R108 

R109 

RllO 

Rlll 

R112 

R113 

R114 

Rll5 

Rll6 

Rll 7 

Table 6-J. Model 62008 Parts Ust (Cont) 

Description 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Resistor, variable, 1 M (Astigmatism Control) 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Resistor, fixed, 1 k ±5%, 1/2 w 

Resistor, variable, 1 k, 10 turn 

Resistor, fixed, 100 n, 1/4 w 
Same as R101 

Same as R101 

Same as Rl01 

Same as Rl01 

Same as R101 

Same as R101 

Same as RlOl 

Same as R101 

Same as Rl01 

Same as R101 

Resistor, fixed, 14.7k±1%, 1/2W 

Resistor, fixed, 1 k ±5%, 2 w 
Same as R113 

Resistor, fixed, 560 k 

Same as Rll3 

Resistor, fixed, 1oon±1CO. 1/2 w 

Manufacturer 

Section VI 
Table 6-1 

FI Part 

Number 

5292-07 

6-5 

.. 



Section VI 
Table 6-1 

Circuit 

Reference 

Rll8 

Rl59 

Rl60 

Rl61 

Rl62 

Rl63 

Rl64 

Rl65 

Rl66 

Rl67 

Rl68 

Rl69 

Rl70 

Rl71 

Rl72 

Rl73 

Rl74 

Rl75 

Rl76 

Rl77 

Rl78 

Rl79 

RlBO 

Rl81 

Rl82 

Rl83 

Rl84 

Rl85 

Rl86 

6-6 

Model 6200B 

Table 6-1. Model 62008 Ports Ud (Cont) 

FI Part 
Description Manufacturer 

Number 

Same as Rll3 

Resistor, fixed, 5 n ±1%, 10 w Dale 5219-66 

Resistor, fixed, 2. 5 n ±1%, 25 w Dale 5219-67 

Same as Rl60 

Resistor, fixed, l n ±1%, 25 w Dale 5219-61 

Resistor, fixed, 39 n ±5%, 1/2 w 

Resistor, fixed, a2 n ±5%, 5W 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 

Not assigned 



Model 6200B 

Table 6-1. Model 62008 Parts Ust (Cont) 

Circuit 
Description 

Reference 

Rl87 Not assigned 

Rl88 Not assigned 

Rl89 Not assigned 

Rl90 Not assigned 

Rl91 Resistor, variable, 50 k 25 turn 
(ZERO STEP adjust) 

R230 Resistor, variable, 25 k (Vertical POSITION 
control) 

R231 Same as R230 

R232 Resistor, variable, 25 k (Horizontal 
POSI1 ION control) 

R233 Same as R232 

R234 Not assigned 

R235 Not assigned 

R236 Not assigned 

R237 Not assigned 

R238 :Resistor, variable, 5 n (SCALE LIGHT control) 

R239 Not assigned 

R240 Not assigned 

R241 Resistor, variable, 1 M, 2W 

R242 Same as R241 (FOCUS control) 

RYl Relay, KHPl 7011 

Sl Switch (POWER ON/OFF) 

S2 Switch (LAST SWEEP STEP NO.) 

S3 Same as S2 (FIRST SWEEP STEP NO.) 

S4 Switch, Toggle (PULSED BASE/NORMAL) 

SS Switch, 2 position rotary (POLARITY) 

S6 Switch (RANGE) 

S7 Switch (VERTICAL SENSITIVITY) 

SB Switch (HORIZ. SENSITIVITY) 

Manufacturer 

Bourns 

Oh mite 

. 

AB 

P and B 

Ohmite 

Control Switch 

Section VI 
Table 6-1 

FI Part 

Number 

5291-79 

5290-03 

5291-82 

5603-95 

5604-78 

5603-04 

6-7 



Section VI 
Table 6-1 

6-8 

Circuit 

Reference 

S9 

SlO 

Sll 

Sl2 

Sl3 

Sl4 

Tl 

T2 

T3 

TPl 

TP2 

TP3 

Table 6-J. Model 62008 Parts list (Cont) 

Description 

Switch, Assembly (FULL RANGE VOLTAGE) 

Switch (SERIES RESISTOR) 

Switch, pushbutton (HORIZ. SENSITIVITY, 
ZERO) 

Same as Sll (VERTICAL SENSITIVITY, ZERO) 

Switch, toggle (VERTICAL SENSITIVITY, 
INVERT/NORMAL) 

Switch, toggle (HORIZ. SENSITIVITY, 
NORMAL/INVERT) 

Transformer 

Transformer, variable 

Transformer 

Post, Emitter binding (Blk) 

Same as TPl, Base binding post 

Same as TPl, Collector binding post 

Bail, tilt 

Bezel 

MICELLANEOUS 

Bezel, gasket (blk) 

Bezel, nuts 

Bezel, stud 

Bushing, panel 1/4 

CRT, tube (5AOPIA) 

CRT, felt strip 

CRT, graticule 

CRT, neck clamp 

CRT, shield 

CRT, socket 

Cover, bottom 

Cover, top 

Cover, H. V. Power Supply 

Dial, counter (MULTIPLIER control) 

Foot 

Foot, insert 

Handle, side 

Manufacturer 

FI 

Tranex 

Standard Elec. 

'Iranex 

H.H. Smith 

Dumont 

Dumont 

Dumont 

Dumont 

Dumont 

Dumont 

Dumont 

Dumont 

Fl 

FI 

FI 

Beckman 

A.I. R. 

Phil. Handle 

Model 62008 

FI Part 

Number 

6620-24 

5401-15 

5401-16 

5401-14 

6130-44 

6500-69 

6511-22 

6202-32 

3429-37 

6202-

6207-04 

5100-04 

6202-55 

6510-06 

6202-43 

6202-42 

6140-25 

6507-56 

6507-57 

6507-43 

5291-80 

6500-41 

6202-59 

6206-52 



Model 6200B 

Table 6-1. Model 62008 Parts list (Cont) 

Circuit 

Reference 
Description 

Knob, 1/ 4" shaft 

(used with POWER/SCALE LIGHT, FOCUS, 
and INTENSITY controls). 

Knob, 1/ 4" shaft, skirt 

(used with SERIES RESISTOR, FULL RANGE 
VOLTAGE, FIRST and LAST SWEEP STEP 
NO. COLLECTOR SWEEP VOLTAGE, 
RANGE, and POLARITY controls). 

Knob, concentric 1/8" shaft 

(used with VERTICAL and HORIZ. 
SENSITIVITY). 

Knob, concentric 1/ 4" skirt 

(used with VERTICAL and HORIZ. 
SENSITIVITY). 

Rack Mount Conversion Kit 

Siderail Adapter 

Manufacturer 

Natl. Radio 

Natl. Radio 

Natl. Radio 

Natl. Radio 

FI 

FI 

Section VI 
Table 6-1 

FI Part 

Number 

6205-04 

6204-65 

6205-01 

6205-03 

6950-26 

6511-22 

6-9 



Section VI Model 6200B 
Table 6-2 

Table 6-2. :t 45 Volt Power Supply At Parts list 

Circuit Fl Part 
Description Manufacturer 

Reference Number 

Cl Capacitor, fixed, 10 µF,50 V CD 5300-24 

C2 Same as Cl 

C3 Capacitor, fixed, . 001 µF, 600 V CRL 5301-15 

C4 Capacitor, fixed, . 005 µF, 1 kV CRL 5301-19 

C5 Same as C3 

C6 Capacitor, fixed, 1 µF,35V CD 5303-02 

C7 Same as Cl 

cs Same as C3 

C9 Same as C4 

Cl.O Same as Cl 

Cll Same as C3 

Cl2 Same as C6 

CRl Diode, 1N4003 Motorola 5152-71 

CR2 Same as CRl 

CR3 Diode, FD.100 FS 5151-37 

CR4 Same as CRl 

CR5 Same as CRl 

CR6 Same as CR3 

CR7 Transistor, 2N3073 FS 5154-16 

CR8 Same as CR7 

CR9 Transistor, S1201 FS 5154-09 

CRlO Same as CR9 

Ql Not assigned 

Q2 Transistor, 81201 FS 5154-09 

Q3 Transistor, 2N3114 FS 5152-75 

Q4 Transistor, 2N3072 FS 5152-84 

Q5 Same as Q4 

Q6 Transistor, 2N3638 5154-82 

Q7 Not assigned 

Q8 Same as Q6 

Q9 Not assigned 

QlO Same as Q6 

6-10 



Model 6200B Section VI 
Table 6-2 

Table 6-2. 't 45 Volt Power Supply Al Pam Ust (Cont) 

Circuit FI Part 
Description Manufacturer 

Reference Number 

QU Same as Q4 

Q12 Same as Q3 

Q13 Same as Q3 

Q14 Same as Q2 

Q15 Same as Q2 

Rl Resistor, fixed, 51 k ±5%, 1/2 w AB 5215-94 

R2 Resistor, fixed, 56 n ±5%, 1/2 w 
R3 Resistor, fixed, 10 k ±5%, 1/2 w AB 5215-76 

R4 Resistor, fixed, loo n ±5%, 1/2 w AB 5215-26 

R5 Resistor, fixed, 12 '2 ±5%, lOW Ohmite 5250-05 

R6 Resistor, fixed, 1 k ±5%, 1/2 w AB 5215-51 

R7 Resistor, fixed, 15 k ±5%, 1/2 w AB 5215-73 

RB Same as R7 

R9 Same as Rl 

RlO Resistor, fixed, 470 n ±5%, 1/2 w AB 5215-43 

RU Resistor, fixed, 390 n ±5%, 1/2 w AB 5215-41 

Rl2 Same as RB 

i,:ll3 Same as R3 

Rl4 Resistor, fixed, 5 n ±2%, 5 w _Sprague 5250-94 

Rl5 Resistor, fixed, 4. 3 k ±5%, 1/2 w AB 5215-67 

Rl6 Resistor, fixed, 40.2 k ±1% 1/2 w IRC 5209-15 

Rl7 Resistor, fixed, 5. 49 k ±1%, 1/2 w Met ohm 5209-B4 

RlB Resistor, variable, 2 k, 5 W Bourns 5290-62 

Rl9 Same as R5 

R20 Same as R2 

R21 Same as R3 

R22 Same as Rl 

R23 Same as R4 

R24 Same as R6 

R25 Same as R7 

R26 Same as RU 

R27 Same as RB 

R2B Same as Rl 

6-11 



Section VI Model 6200B 
Table 6-2 

Table 6· 2. t 45 Volt Power Supply A1 Parts list (Cont) 

Circuit FI Part 
Description Manufacturer 

Reference Number 

R29 Same as RS 

R30 Same as R3 

R31 Same as R14 

R32 Same as Rll 

R33 Same as Rl5 

R34 Same as R16 

R35 Same as Rl7 

R36 Same as R18 

. 

. 

6-12 



Model 6200B 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

cs 

C6 

CRl 

CR2 

CR3 - CRlO 

Ql 

Q2 

Q3 

Q4 

Rl 

R2 

R3 

R4 

RS 

R6 

R7 

RS 

R9 

RlO 

Rll 

Table 6-3. + 225 Volts Power Supply A2 Parts list 

Description Manufacturer 

Capacitor, fixed, 10 µF, SOV CD 

Capacitor, fixed, 0. 01 µF, 600 V CD 

Capacitor, fixed, 0. 002 µF, 1 kV CD 

Capacitor, fixed, .lµF,7SV CRL 

Capacitor, fixed, 2 µF, 2SO V Siemens 

Capacitor, fixed, 0. 04 µF, 600 V CD 

Rectifier, MDA-942-S Motorola 

Transistor, 2N3073 FS 

Diode, FDlOO FS 

Transistor, 2N3114 FS-

Same as Ql 

Transistor, S1201 FS 

Transistor, SE7020 . 
Resistor, fixed, 1. 2 k, 10 w Ohmite 

Resistor, fixed, 1 k ±S%, 1/2 w AB 

Resistor, fixed, 180 k ±S%, 1/2 w AB 

Resistor, fixed, 100 k ±S%, 1/2 w AB 

Resistor, fixed, lS k ±S%, 1/2W AB 

Resistor, fixed, 7S k ±5%, 1/2W AB 

Resistor, fixed, 180 n ±S%, 2 w AB 

Resistor, fixed, 6. 8 k ±5%, 1/2 w AB 

Resistor, fixed, 200 k ±1%, 1/2 w me 
Resistor, fixed, 4. 99 k ± 1 %, 1/2 W Dale 

Resistor, variable, 1 k, 1/2 W Bourns 

Section VI 
Table 6-3 

FI Part 

Number 

S300-24 

S301-20 

S301-16 

S303-91 

S303-90 

S301-23 

S1S2-49 

S1S4-16 

SlSl-37 

S1S2-7S 

S1S4-09 

S1S4-90 

S2S0-60 

S21S-51 

S216-09 

S216-02 

S21S-81 

S21S-98 

5240-18 

5215-72 

5209-27 

5210-78 

5290-S7 

6-13 



Section VI 
Table 6-4 

Circuit 

Reference 

CRl 

CR2 

CR3 

CR4 

CR5 

CR6 

CR7 

CRS 

CR9 

CRlO 

CRll 

CR12 

CR13 

CR14 

CR15 

CR16 

CR17 

CR18 

CR19 

Kl 

through 

K7 

Kl 

through 

K7 

Rl 

R2 

R3 

6-14 

Model 6200B 

Table 6-4. Collector Current Relay A3 Pam List 

FI Part 
Description Manufacturer 

Number 

Diode, FDlOO FS 5151-37 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Re lay, Coil, DBS 1 Turbo Jet 5604-91 

Reed, relay CP Clare 5602-24 

Resistor, fixed, 10 k :1:1%, 2 w Dale 5219-70 

Resistor, fixed, 25.5k:1:1%1/2W me 5209-43 

Resistor, fix~d, 10 k :1:1%, 2 W Dale 5219-70 

-



Model 6200B 

Circuit 

Reference 

CRl 

CR2 

CR3 

CR4 

CR5 

CR6 

CR7 

CRB 

CR9 

CRlO 

CRll 

CR12 

CR13 

CR14 

CR15 

CR16 

CR17 

CRlB 

CR19 

CR20 

CR21 

CR22 

CR23 

Kl 

through 

KB 

Kl 

through 

KB 

Rl 

R2 

R3 

R4 

Table 6-5. Collector Current Relay A4 Paris list 

Description Manufacturer 

Diode, FDlOO FS 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Diode, 1N4003 Motorola 

Same as CR17 

Same as CR17 

Same as CR17 

Same as CR17 

Same as CR17 

Same as CRl 

Relay, coil, DBSl Turbo-Jet 

Reed, relay - 1 form A 15 Vac Clare 

Resistor, fixed, 39 k ±5%, 1/2 w AB 

Same as Rl 

Resistor, fixed, 25 n ±1%, 5W Dale 

Resistor, fixed, 50 n ±1%, 2W Dale 

J 

Section VI 
Table 6-5 

FI Part 

Number 

5151-37 

5152-71 

5604-91 

5602-24 

5215-91 

5219-32 

5219-31 

6-15 



Section VI Model 6200B 
Table 6-5 

Table 6-5. Collector Current Relay A4 Parts Ust (Cont) 

Circuit FI Part 

Reference 
Description Manufacturer 

Number· 

R5 Resistor, fixed, 100 n ::1:1%, lW Dale 5219-36 

R6 Resistor, fixed, 249 n ::1:1%, 1/2 w IRC 5209-40 

R7 Resistor, fixed, 499 n ::1:1%, 1/2 w TI 5209-51 

RB Resistor, fixed, 1 k ::1:1°0, 1/2 w IRC 5209-02 

R9 Resistor, fixed, 2. 49 k ::1:1%, 1/2 w IRC 5209-05 

RlO Resistor, fixed, 4. 99 k ::1:1%, 1/2 w IRC 5209-07 

6-16 



Model 6200B 

Table 6-6. VerticalAmplilierAS Ports Ud 

Circuit 
Description 

Reference 

Cl Capacitor, fixed, 270pF 

CRl Diode, FDlOO 

CR.2 Same as CRl 

CR3 Same as CRl 

Kl Relay, MRMA 1003 

K2 Same as Kl 

Ql Transistor, U1283 N FET 

Q2 Same as Ql 

Q3 Transistor, Sl7395 

Q4 Same as Q3 

Q5 Transistor, 51201 

Q6 Same as Q5 
, 

Q7 Transistor, TCU0300 

QB Same as Q7 

Rl Resistor, fixed, 100 k ±5%, 1/2 w 
R2 Same as Rl 

R3 Resistor, fixed, 20 k ±5%, 1/2W 

R4 Resistor, fixed, 30 k ±5%, 1/2 w 
RS Resistor, variable, 20 k 

R6 Same as R4 

R7 Same as R3 

RB Resistor, fixed, 2. 49 k ±1%, 1/2W 

R9 Resistor, fixed, 20 k ±1%, 1/2 W 

RIO Same as R8 

Rll Resistor, fixed, 2k±1%, 1/2W 

R12 Resistor, fixed, 11 k ±5%, 1/2 w 
R13 Same as R12 

R14 Resistor, fixed, 4. 7 k ±5%, 1/2 w 
R15 Resistor, fixed, 15 k ±5%, 1/2 w 

R16 Resistor, variable, 2. 5 k 

R17 Same as RS 

Manufacturer 

Elemco 

FS 

Clare 

FS 

AB 

AB . 
AB 

Bourns 

IRC 

IRC 

IRC 

AB 

AB 

AB 

Bourns 

Section VI 
Table 6-6 

FI Part 
Number 

5300-78 

5151-37 

5605-03 

5154-14 

5154-10 

5154-09 

5154-90 

5216-02 

5215-84 

5215-88 

5291-75 

5209-05 

5209-12 

5209-04 

5215-77 

5215-68 

5215-79 

5290-62 

1 

6-17 



Section VI 
Table 6-6 

Circuit 

Reference 

Rl8 

Rl9 

R20 

R21 

R22 

R23 

6-18 

Model 6200B 

Table 6-6. Vertical Amplifier A5 Parts Ust (Cont) 

FI Part 
Description Manufacturer 

Number 

Resistor, fixed, 100 k %1%, 1/2 w me 5209-24 

Same as Rl8 

Resistor, fixed, 16 k ±5%, 1/2 w AB 5215-82 

Same as R20 

Resistor, fixed, 25 k 5W 5240-96 

Same as R22 

. 

. 



Model 6200B 

Circuit 

Reference 

CRl 

CR2 

CR3 

CR4 

CR5 

CR6 

CR7 

CR8 

CR9 

CRlO 

CRll 

CR12 

CR13 

CR14 

CR15 

CR16 

CR17 

CR18 

CR19 

CR20 

CR21 

Kl 

Kl 

K2 

K3 

K4 

K5 

K6 

K7 

KB 

K9 

KlO 

Kll 

Table 6-7. Collector Voltage Affenuafor A6 Parts list 

Description Manufacturer 

Diode, FD 100 FS 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Reed, relay HV 

Coil, relay dual TBJ192 

Relay, MR2MA-1005 

Same as K2 

Same as K2 

Same as K2 

Same as K2 

Same as K2 

Same as K2 

Same as K2 

Same as K2 

Same as Kl 

Section VI 
Table 6-7 

FI Part 

Number 

5151-37 

\.. 
5604-87 

5604-56 

5605-04 

6-19 



Section VI 
Table 6-7 

' Circuit 

Reference 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RB 

R9 

RlO 

Rll 

R12 

R13 

R14 

R15 

R16 

R17 

RlB 

R19 

R20 

6-20 

Model 6200B 

Table6-7. Collector Voltage Attenuator A6 Parts Ust (Cont) 

FI Part 
Description Manufacturer 

Number 

Resistor, fixed, 499 k ±1%, 1/2 w me 5209-31 

Resistor, fixed, 301 k ±1%, 1/2 w IRe 5209-47 

Resistor, fixed, 100 k ±1%, 1/2 w IRe 5209-24 

Resistor, fixed, 49. 9 k ±1%, 1/2 w IRC 5209-lB 

Resistor, fixed, 30.1 k ±1%, 1/2 w IRe 5209-14 

Resistor, fixed, 10 k ±1%, 1/2 w me 5209-09 

Resistor, fixed, 4. 99 k ±1%, 1/2 w me 5209-07 

Resistor, fixed, 3 k ±1%, 1/2 w 5209-7B 

Resistor, fixed, 1 k ±1%, 1/2 w me 5209-02 

Same as R9 

Same as R2 

Same as R3 

Same as R4 

Same as R5 

Same as R6 

Same as R7 

Same as RB 

Same as R9 

Same as R9 

Same as Rl 



Model 6200B 

Circuit 

Reference 

Cl 

CRl 

CR2 

CR3 

CR4 

CR5 

CR6 

CR7 

Kl 

K2 

K3 

K4 

KS 

K6 

Ql 

Q2 

Q3 

Q4 

Q5 

Q6 

Q7 

Q8 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RS 

R9 

Table 6-8. Horizontal Amplifier A7 Parts list 

Description Manufacturer 

Capacitor, fixed, 270 pF, 300 V Elmenco 

Diode, FDlOO FS 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Relay, MRMA 1003 Clare 

Same as Kl 

Same as Kl 

Same as Kl 

Same as Kl 

Same as Kl 

Transistor, Ul283 Amelco 

Same as Ql 

Transistor, 2N3114 

Same as Q3 

Transistor, Sl201 FS 

Same as Q5 

Transistor, TCU03301SE7020 FS 

Same as Q7 

Resistor, fixed, 100 k :1:5%, 1/2 w AB 

Same as Rl 

Resistor, fixed, 20 k :1:5%, 1/2 w AB 

Resistor, fixed, 36 k 

Resistor, variable, 10 k :1:10%, 1/2 w Bourns 

Same as R4 

Same as R3 

Resistor, fixed, 24. 9 k :1:1%, 1/2 w me 
Resistor, fixed, 4. 02 k :1:1%, 1/2 w me 

Section VI 
Table 6-8 

FI Part 

Number 

5300-78 

5151-37 

5605-03 

5154-14 

5154-09 

5154-90 

5216-02 

5215-84 

5290-59 

5209-13 

5209-06 
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Section VI 
Table 6-8 

Circuit 

Reference 

RlO 

Rll 

Rl2 

Rl3 

Rl4 

Rl5 

Rl6 

Rl7 

Rl8 

R19 

R20 

R21 

R22 

R23 

R24 

R25 

R26 

R27 

R28 

R29 

6-22 

Table 6-8. Horizontal Amplifier A7 Parts Ust (Cont) 

Description Manufacturer 

Same as R8 

Resistor, fixed, 8. 06 :t:l%, 1/2 w IRC 

Resistor, fixed, 20 k :t:1%, 1/2 w IRC 

Resistor, fixed, 1. 96 k :t:l%, 1/2 w IRC 

Resistor, variable, 100 f2 ±10%, 1. 5 W Helipot 

Resistor, fixed, 698 f2 :t:l%, 1/2 w IRC 

Same as R14 

Resistor, fixed, 301 f2 :t:l%, 1/2 w IRC 

Resistor, fixed, 18 k :t:5%, 1/2 w AB 
Resistor, fixed, 7. 5 k :t:5%, 1/2 w AB 

Same as Rl8 

Resistor, fixed, :t:5%, 1/2 W AB 
Resistor, fixed, 100 k :t:1%, 1/2 W IRC 

Resistor, variable, 2 k ±10%, 1/2 W Bourns 

Resistor, fixed, 2. 49 k :t:l%, 1/2 W me 

Same as R22 

Resistor, fixed, 16 k :t:5%, 1/2 w AB 

Same as R26 

Resistor, fixed, 25 k :t:5%, 5 W Sprague 

Same as R28 

Model 6200B 

FI Part 

Number 

5209-58 

5209-12 

5209-59 

5291-66 

5209-60 

5209-61 

5215-83 

5215-73 

5215-78 

5209-24 

5290-62 

5209-05 

5215-82 

5240-96 
. 



Model 6200B 

Table 6-9. Base Generator Programer Parts List 

Circuit Description 
Reference 

CRl Diode, FDlOO 

CR2 Same as CRl 

CR3 Same as CRl 

CR4 Same as CRl 

CR5 Same as CRl 

CR6 Same as CRl 

CR7 Same as CRl 

CR8 Same as CRl 

CR9 Same as CRl 

CRlO Same as CRl 

CRll Same as CRl 

CR12 Same as CRl 

CR13 Same as CRl 

CR14 Same as CRl 
, 

Kl Reed, relay 

K2 Same as Kl 

K3 Same as Kl 

Kl Coil, relay 

K2 Same as Kl 

K3 Same as Kl 

K4 Relay,. MRMA 1003 

K5 Same as K4 

K6 Same as. K4 

K7 Relay, MR2MA 1005 

K8 Same as K7 

Rl Resistor, fixed 10 n ±1%, lOW 

R2 Resistor, fixed, 100 Q ±1%, 3 w 
R3 Resistor, fixed, 1 kO ±1%, 1/2 W 

R4 Resistor, fixed, 10 kQ ±1%, 1/2 w 
R5 Resistor, fixed, 110 kO ±1%, 1/2 W 

R6 Resistor, fixed, 1 MO ±1%, l/2W 

R7 To be selected in test. 

Manufacturer 

FS 

. 

Clare 

Clare 

Dale 

Dale 

IRC 

IRC 

Section VI 
Table 6-9 

FI Part 

Number 

5151-37 

5602-24 

5604-33 

5605-03 

5605-04 

5218-59 

5218-20 

5209-02 

5209-09 

5209-46 

5209-33 

6-23 



Section VI 
Table 6-10 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

C5 

C6 

C7 
. cs 

C9 

ClO 

Cll 

Cl2 

Cl3 

Cl4 

Cl5 

Cl6 

C17 

C18 

CRl 

CR2 

CR3 

CR4 

CR5 

CR6 

CR7 

CRS 

CR9 

CRlO 

CRll 

CR12 

CR13 

CR14 

CR15 

6-24 

Model 6200B 

Table 6-10. Base Step Counter AJJ Parts list 

FI Part 
Description Manufacturer 

Number 

Capacitor, fixed, 0. 005 µ.F, l kV CD 5301-19 

Same as Cl 

Capacitor, fixed, 0. 001 µ.F, 600 V CD 5301-15 

Same as C3 

Capacitor, fixed, 100 pF, 300 V Elmenco 5300-67 

Same as C5 

Same as C3 

Same as C3 

Same as C5 

Same as C5 

Same as C3 

Same as C3 

Same as C5 

Same as C5 

Same as C3 

Same as C3 

Same as C5 

Same as C5 

Diode, FDlOO FS 5151-37 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl. 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 

Same as CRl 



Model 6200B 

Circuit 

Reference 

CR16 

CR17 

CR18 

Ql 

Q2 

Q3 

Q4 

Q5 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

R8 

R9 

RlO 

Rll 

R12 

R13 

R14 

R15 

R16 

R17 

R18 

R19 

R20 

R21 

R22 

R23 

R24 

R25 

Tobie 6-10. Base Step Counter An Parts list (Cont) 

Description Manufacturer 

Same as CRl 

Same as CRl 

Same as CRl 

Transistor, FSP-30 FS 

Same as Ql 

Same as Ql 

Same as Ql 

Same as Ql 

Resistor, fixed, 5. 1 k ±5%, 1/4 w AB 

Resistor, fixed, 15 k ±5%, 1/4 w AB 

Same as R2 

Same as R2 

Resistor, fixed, 10 k ±5%, 1/4 w AB 

Same as R5 

Resistor, fixed, 100 k ±5%, 1/4 w AB 

Resistor, fixed, 12 k ±5%, 1/4 w AB 

Same as R7 

Same as R7 

Resistor, fixed, 91 k ±5%, 1/4W AB 

Same as Rll 

Resistor, fixed, 56 k ±5%, lW AB 

Same as R8 

Same as R7 

Same as R7 

Same as Rll 

Same as Rll 

Same as R13 

Same as R8 

Same as R7 

Same as R7 

Same as Rll 

Same as Rll 

Same as R13 

Section VI 
Table 6-10 

FI Part 

Number 

5230-76 

5230-87 

5230-83 

5231-07 

5230-85 

5231-06 

5225-76 

6-25 



Section VI 
'Iable 6-10 

Circuit 

Reference 

R26 

R27 

R28 

R29 

R30 

R31 

R32 

R33 

R34 

R35 

R36 

R37 

R38 

R39 

R40 

R41 

R42 

R43 

R44 

R45 

R46 

R47 

6-26 

Same as RS 

Same as R7 

Same as R7 

Same as Rll 

Same as Rll 

Same as R13 

Same as R5 

Same as R5 

Resistor, fixed, 

Same as R34 

Same as R5 

Same as R5 

Resistor, fixed, 

Same as R38 

Same as R5 

Same as R5 

Resistor, fixed, 

Same as R42 

Same as RS 

Same as R5 

Resistor, fixed, 

Same as R46 

Model 62008 

Table 6-JO. Base Step Counter AJJ Parts Ust (Cont) 

FI Part 
Description Manufacturer 

Number 

402 k ±1%, 1/2 w IRC 5209-57 

200 k ±1%, 1/2 w IRC 5209-27 

100 k ±1%, 1/2 w .IRC 5209-24 

49. 9 k ±1%, 1/2 w IRC 5209-18 



Model 62008 

Table 6-11. Pulse lase and last Step Reset A12 Parts List 

Circuit 
Description Manufacturer 

Reference 

Cl Capacitor, fixed, O. 1 µ.F ±20% 75 V CRL 

C2 Capacitor, fixed, . 22 µ.F ±20%, 50 V Electro 

C3 Capacitor, fixed, . 005 µ.F, lkV, t20% CD 

C4 Capacitor, fixed, . 022 µ.F, 200 V, ±10% TRW 

C5 Same as Cl 

C6 Capacitor, fixed, . 01 µ.F, 600 V, ±20% CR 

C7 Same as C6 

CRl Diode, FDlOO FS 

CR2 Same as CRl 

CR3 Same as CRl 

Ql Transistor, 2N3072 FS 

Q2 Transistor, 2N2060 FS 

Q3 Same as Ql 

Q4 Same as Ql 

Q5 Transistor, 2N708 FS 

Q6 Transistor, 2N2297 FS 

Rl Resistor, fixed, 100 k ±5%, 1/2 w AB 

R2 Resistor, fixed, 1 k ±5%, 1/2 w AB 

R3 Resistor, fixed, 3. 6 k ±5%, 1/2 w AB 

R4 Same as R2 

R5 Same as Rl 

R6 Resistor, variable, 50 k ±10%, 5 w Bourns 

R7 Resistor, fixed, 75 k ±5%, 1/2 w AB 

RB Resistor, fixed, 12 k ±5%, 1/2 w AB 

R9 Resistor, fixed, 10 k ±5%, 1/2 w AB 

RIO Same as R9 

Rll Resistor, fixed, 4. 3 k ±5%, 1/2 w AB 

Rl2 Resistor, fixed, 39 k ±5%, 1/2 w AB 

Rl3 Same as R7 

Rl4 Same as Rl 

Rl5 Resistor, fixed, 2. 4 k ±5%, 1/2 w AB 

. 

Section VI 
Table 6-11 

FI Part 

Number 

5303-91 

5302-68 

5301-19 

5302-10 

5301-20 

5151-37 

5152-84 

5151-78 

5151-36 

5151-21 

5216-02 

5215-51 

5215-65 

5290-64 

5215-98 

5215-78 

5215-76 

5215-67 

5215-91 

5215-61 

6·27 



Section VI 
Table 6-11 

Circuit 

Reference 

Rl6 

Rl7 

Rl8 

Rl9 

R20 

6·21 

Model 6200B 

Table 6-R. Pulse lase and last Step Reset AJ2 Parts Ust (Cont) 

FI Part 
Description Manufacturer 

Number 

Resistor, variable, 1 k , 5 W 

Resistor, fixed, 22 k ±5%, 1/2 W AB 5215-85 

Resistor, fixed, 24 k ±5%, 1/2 w AB 5215-86 

Resistor, fixed, 8.2 k ±5%, 1/2 w AB 5215-74 

Resistor, fixed, 100 0 ±5%, 1/2 w AB 5215-26 

. 

. 



Model 6200B 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

C5 

C6 

CRl 

CR2 

CR3 

CR4 

CR5 

Ql 

Q2 

, Q3 

Q4 

Q5 

Q6 

Q7 

Q8 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RB 

R9 

RlO 

RU 

Rl2 

Rl3 

Table 6-12. feedbaclc Amplifier and Zero Step AJ3 Parts Ust 

Description Manufacturer 

Capacitor, fixed, . 01 µ.F, 300 V, ±10% TRW 

Same as Cl 

Capacitor, fixed, 100 pF, ±5%, 300 V Elmenco 

Capacitor, fixed, 51 pF, ±5%, 300 V Elmenco 

Same as Cl 

Capacitor, fixed, . 01 µ.F, ±10%, 200 V TRW 

Not assigned 

Diode, 1N4003 

Same as CR2 

Diode, 1N2992 

Same as CR4 

Transistor, 2N3114 FS 

Same as Ql 

Same as Ql 

Transistor, Sl6986 FS 

Transistor, 2N2920 FS 

Same as Ql 

Same as Q5 

Transistor, 816986 

Resistor, fixed, 2. 2 k ±5%, 1/2 w AB 

Resistor, fixed, 10 k ±5%, 1/2 w AB 

Resistor, fixed, 56 k ±5%, 1/2 w AB 

Resistor, fixed, 620 k ±5%, 1/2 w AB 

Resistor; factory selected 

Resistor, fixed 15 M'2 ±5%, l/2W 

Resistor, fixed, 910 k ±5%, l/2W AB 

Resistor, variable, 5 k Helipot 

Resistor, fixed, 2. 4 k ±5%, 1/2 w AB 

Resistor, fixed, 3 k ±5%, 1/2 w AB 

Resistor, fixed, 36 k ±5%, 1/2 w AB 

S-ame as R3 

Resistor, fixed, 330 k ±5%, 1/2 w AB 

Section VI 
Table 6-12 

FI Part 

Number 

5302-08 

5300-67 

5300-60 

5302-08 

5152-75 

5154-68 

5154-06 

5215-60 

5215-76 

5215-95 

5216-22 

5216-26 

5291-28 

5215-61 

5215-63 

5215-90 

5215-90 

6-29 



Section VI 
Table 6-11 

Circuit 

Reference 

R14 

Rl5 

Rl6 

Rl7 

Rl8 

Rl9 

R20 

R21 

6-30 

Model 6200B 

Table 6-12. Feedbaclc Amplirier and Zero Step Al3 Parts list (Cont) 

FI Part 
Description Manufacturer 

Number 

Resistor, fixed, 100 k ±5%, 1/2 W AB 5216-02 

Resistor, fixed, 124 k ±1%, 1/2 w 
Resistor, fixed, 14. 7 k ±5%, 1/2 w 
Resistor, fixed, 3. 9 k ±5%, 1/2 w AB 5215-66 

Resistor, fixed, lOO n ±1%, 112 w IRC 5209-39 

Resistor, fixed, 499 k ±1%, 1/2 w IRC 5209-31 

Same as R3 

Resistor, fixed, 1 k ±5%, 1/2 w AB 5215-51 



Model 6200B 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

C5 

C6 

C7 

CB 

C9 

ClO 

Cll 

c 

CRl 

CR2 

CR3 

CR4 

CR 

CR 

Ql 

Q2 

Q3 

Q4 

Q5 

Q6 

Q7 

QB 

Q9 

QlO 

Qll 

Ql2 

Ql3 

Ql4 

Tobie 6-13. lose Step Amplifier A14 Parts Usf 

Description Manufacturer 

Capacitor, fixed, . 01 µ.F, 600 V ±20% CD 

Same as Cl 

Capacitor, fixed, . 001 µ.F, 100 V :1:10% Aerovox 

Same as Cl 

Same as C3 

Capacitor, fixed, 51 pF, 300 V :1:5% Elmenco 

Same as C3 

Capacitor, fixed, . 005 µ.F 

Capacitor, fixed, .lµ.F, 75V, :1:20% CRL 

Same as CB 

Same as C3 

Capacitor, fixed, 150 pF 

Transistor, 2N3073 FS 

Same as CRl 

Diode, FDlOO FS 

Same as CR3 

Same as CR3 

Same as CR3 

Transistor, S169B6 FS 

Transistor, 2N2484 FS 

Same as Q2 

Transistor, 2N2920 FS 

Same as Ql 

Same as Q2 

Transistor, TCX0054 

Transistor, 2N3114 FS 

Transistor, 2N2696 FS 

Transistor, 2N956 FS 

Same as Q8 

Same as Q7 

Same as Q2 

Same as Q5 

Section VI 
Table 6-13 

FI Part 

Number 

5301-20 

5301-01 

5300-60 

5303-91 

5154-16 

5151-37 

5154-68 

5154-44 

5154-06 

5154-89 

5152-75 

5152-19 

5152-27 

6-31 



Section VI 
Table 6-13 

Circuit 
Reference 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

R8 

R9 

RlO 

RU 

R12 

R13 

R14 

R15 

R16 

R17 

R18 

R19 

R20 

R21 

R22 

R23 

R24 

R25 

R26 

R27 

R28 

R29 

R30 

R31 

R32 

R33 

6-32 

Model 6200B 

Table 6-13. lase Step Amplifier A14 Parts list (Cont) 

FI Part 
Description Manufacturer 

Number 

Resistor, fixed, 100 k :1::.1%, 1/4 w Rich 5217-33 

Resistor, fixed, 10 k :!::, 1 %, 1/ 4 w Rich 5217-22 

Same as R2 

Same as Rl 

Resistor, fixed, 33 k :1::5%, 1/2 w AB 5215-89 

Resistor, fixed, 402 k :1::1% 

Resistor, fixed, 8.2k:1::5%, 1/2W AB 5215-74 

Resistor, fixed, 200 k ±1 %,, 1/2 w Dale 5211-29 

Not assigned 

Resistor, variable, 500 n :1::10%, 1. 5 W Helipot 5219-54 

Not assigned 

Resistor, fixed, 180 k :1::5%, 1/2 w AB 5216-09 

Resistor, fixed, 300 k :1::5%, 1/2 w AB 5216-14 

Resistor, fixed, 51 n :1::5%, 1/2 w AB 5215-19 

Resistor, fixed, 30 k :1::5%, 1/2 w AB 5215-88 

Resistor, fixed, 1 k :1::5%, 1/2 w AB 5215-51 

Resistor, fixed, 100 k :1::5%, 1/2 w AB 5216-02 

Resistor, fixed, 68 k :1::5%, 1/2 w AB 5215-97 

Resistor, fixed, 2. 7 k :1::5%, 1/2 w AB 5215-62 

Resistor, fixed, 13 k :1::5%, 1/2 w AB 5215-79 

Resistor, fixed, 5. 1 k :1::5%, 1/2 w AB 5215-69 

Same as R21 

Resistor, fixed, 210 n :1::5%, 1/2 w AB 5215-37 

Same as R23 

Same as R16 

Same as R16 

Resistor, fixed, 3.3 n :1::5%, lW AB 5225-03 

Same as R16 

Resistor, fixed, 2. 7 n :1::5%, lW AB 5225-01 

Same as R29 

Same as R16 

Same as R27 

Same as R16 



Model 6200B 

Circuit 

Reference 

R34 

R35 

R36 

R37 

R38 

R39 

R40 

RX 

RY 

Table 6-13. Base Step Amplifier AU Parts Ust Co (Cont) 

Description Manufacturer 

Same as Rl6 

Resistor, fixed, 1. 6 k ±5%, 1/2 w AB 

Same as R35 

Resistor, fixed, 43 k ±5%, 1/2 w AB 

Same as R37 

Resistor, fixed, 10 n, ±5%, l/2W 

Same as R39 

Resistor, factory selected 

Resistor, factory selected 

. 

. 

Section VI 
Table 6-13 

FI Part 

Number 

5215-57 

5215-92 
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Section VI 
Table 6-14 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

C5 

C6 

C7 

CB 

CRl 

CR2 

CR3 

CR4 

Ql 

Q2 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RB 

R9 

RlO 

Rll 

Rl2 

R13 

Rl4 

R15 

Rl6 

Tl 

6-34 

Model 6200B 

Table 6-14. High Voltage Power Supply A15 Parts Ust 

FI Part. 
Description Manufacturer 

Number 

Capacitor, fixed, 10 µ.F, 150 V CD 5300-03 

Capacitor, fixed, . 1 µ.F Hopkins 5302-70 

Capacitor, fixed, . 05 µ.F Sprague 5301-24 

Capacitor, fixed, . 1 µ.F Hopkins 5302-67 

Capacitor, fixed, .02 µF CRL 5301-22 

Capacitor, fixed, . 006B, 3 kV Sprague 5302-BO 

Same as C6 

Capacitor, fixed, 10 pF, 150 V CD 5300-03 

Diode, FDlOO FS 5151-37 

Diode, HVG3Rl02H Edal 5161:;.19 

Same as CRl 

Diode, 1N9B2 FS 5152-67 

Transistor, 2NlB93 FS 5151-92. 

Transistor, 2N2920 FS 5151-92 

Resistor, fixed, 43 n ±5%, 1/2 w AB 5215-17 

Resistor, fixed, 6Bo n ±5%, 1;2 w AB 5215-47 

Resistor, fixed, 10 k ±5%, 1/2 w AB 5215-76 

Resistor, fixed, 5. 6 k ±5%, 1/2 w AB 5215-70 

Resistor, fixed, 4. 7 n ±5%, 1 w AB 5225-05 

Resistor, fixed, 39 k ±5%, 1/2 w AB 5215-91 

Resistor, fixed, B20 k ±5%, 1/2 w AB 5216-25 

Same as R3 

Same as R3 

Same as R3 

Resistor, fixed, 27 k ±5%, 1/2 w AB 5215-76 

Resistor, fixed, 1 M ±5%, 1/2 W AB 5216-27 

Resistor, fixed, 1. BM ±5%, 1 W AB 5626-02 

Same as R13 

Same as R13 

Same as Rl3 

Transformer H. V. 5401-32 



Model 6200B 

Circuit 

Reference 

Cl 

C2 

C3 

C4 

cs 

C6 

C7 

C8 

C9 

ClO 

Cll 

Cl2 

Cl3 

C14 , 
Cl5 

Cl6 

Cl7 

CRl 

Rl 

R2 

R3 

R4 

Table 6-15. Collector Phase Capacitor A16 Parts List 

Description Manufacturer 

Capacitor, 62 pF 

Capacitor, 27 pF 

Same as C2 

Capacitor, trimmer, 8-50 pF CRL 

Same as C4 

Same as C4 

Capacitor, 15 Pf, 1 k Vdc 

Not assigned 

Same as C4 

Same as C7 

Not assigned 

Same as C4 

Same as Cl 

Same as Cl 

Same as C4 

Same as Cl 

Same as Cl 

Rectifier, bridge 

Resistor, fixed, 510 k ±5%, 2W AB 

Same as Rl 

Same as Rl 

Same as Rl 

Section VI 
Table 6-15 

FI Part 

Number 

5300-62 

5300-52 

5302-48 

5151-67 

5240-67 

6-35 



Section VI 
Table 6-16 

Circuit 
Reference 

Rl 

R2 

R3 

R4 

R5 

R6 

R7 

RS 

R9 

RlO 

Rll 

R12 

Sl 

6-36 

Model 6200B 

Table 6-16. Collector Resistor Switch AJ7 Parts Uat 

Fl Part 
Description Manufacturer 

Number 

Resistor, fixed, 5 n ±5%, 20 w Oh mite 5251-01 

Resistor, fixed, 25 n ±5%, 20 w Ohmite 5251-04 

Resistor, fixed, 100 n ±5%, 5W Ohmite 5250-93 

Resistor, fixed, 300 n ±5%, 20W Ohmite 5251-09 

Resistor, fixed, 500 n ±5%, 20W Ohmite 5251-11 

Same as R5 

Resistor, fixed, 3 k ±5%, lOW Ohmite 5250-35 

Resistor, fixed, 10 k ±5%, 5 w Ohmite 5250-94 

Resistor, fixed, 18 k ±5%, 2W AB 5240-46 

Resistor, fixed, 68 k ±5%, 2 w AB 5240-55 

Resistor, fixed, 470 k ±5%, 2 w AB 5240-65 

Same as Rll 

Switch, POL, 2 Pos. Centralab 5604-75 



Model 62008 

6-11. Test Sodret Aflap,.,. Pqrfs List 

Circuit 
Description 

Reference 

Sl Switch, lever 

S2 Switch, toggle DPDT 

S3. Switch, pushbutton No. 

S4 Switch, pushbutton Minia. 

TPl Socket, transistor 

TP2 Post, binding, bllc. 

TP3 Same as TP2 

TP4 Same as TP2 

TP5 Same as TP2 

TP6 Same as TP2 

TP7 Same as TP2 

TP8 Same as TPl 

Banana Plugs 

Bottom 

Cover 

Handle, switch 

Rear Bracket 

Top 

Manufacturer 

CRL 

Alco 

Gray hill 

Gray hill 

Textool 

Gen. Radio 

Johnson 

FI 

Fl 

Davies 

FI 

FI 

. 

Section VI 
Table 6-17 

FI Part 

Number 

5600-45 

5602-04 

5604-88 

5600-54 

6141-02 

6130-44 

. 

6130-23 

6507-48 

6507-46 

6204-28 

6507-49 

6507-47 

. ·~37 6·31 



FAIRCHILD INSTRUMENTATION 

Field Sales Offices - Instruments 

NORTHWESTERN REGION 

Fairchild Instrumentation 
4546 El Camino Real 
Los Altos, California 94022 
(415) 941-3111 

SOUTHWESTERN REGION 

Fairchild Instrumentation 
5410 West Imperial Boulevard 
Los Angeles, California 90045 
(213) 678-3166 

NORTHEASTERN REGION 

Fairchild Instrumentation 
50 Jericho Turnpike 
Jericho, Long Island 
New York 11753 
(516) 333-9311 

SOUTHEASTERN REGION 

Fairchild Instrumentation 
2105 Gulf-to-Bay Blvd., Suite 4 
Clearwater, Florida 33515 
(813) 446-6419 

CENTRAL REGION 

Fairchild Instrumentation 
113 Gentry Road 
Hoffman Estates 
Roselle, Illinois 60172 
(312) 894-2060 

Engineering Sales Offices ... For Technical Assistance 

ALABAMA 
Lee Associat'9s, Inc. 
2400 W. Clinton Ave., Box 1506 
Huntsville 
(205) 539.0761 

ARIZONA 
Hyer Electronics 
301 W. Indian School Rd .. Suite 126 
Phoenix 
(602) 264-0291 
TWX: 910-951-4210 

COLORAOO 
Hyer Electronics 
Denver Technological Center 
7895 E. Prentice Avenue 
Englewood 80110 
(303) 771-5285 
TWX: 910-935-0706 

CONNECTICUT 
Applied Measurements, 
P.O. Box 5181 
2531 Whitney Avenue 
Hamden 
(203) 288-5288 

FLORIDA 
Lee Associates, Inc. 
200 E. Marks Street 
P.O. Box 7896 
Orlando 32803 
(305) 241-4445 
TWX: 305-841-2356 

ILLINOIS 
Carter Electronics, Inc. 
7203 S. Western Avenue 
Chicago 60636 
(312) 776-1601 

INDIANA 
Carter Electronics, Inc. 
6333 Hollister Drive 
Indianapolis 46224 
(317) 293-0696 

IOWA 

Inc. 

Engineering Services Company 
1026 Third Avenue S.E. 
Cedar Rapids 52403 
(319) 366-1591 

MARYLAND ·WASHINGTON, D.C. 
Lee Associates, Inc. 
12250 Wilkins Avenue 
Rockville 
(301) 949-4800 
TWX: 301-949-6786 

MASSACHUSETTS 
Applied Measurements, Inc. 
86 Hayward Road 
Acton 
(617) 263-2766 
TWX: 710-347-1440 
Boston Tieline: 646-7250 

MICHIGAN 
WKM Associates, Inc. 
1474 East Outer Drive 
Detroit 48234 
(313) 892-2500 

MINNESOTA 
Carter Electronics, Inc. 
2401 W. 66th Street 
Minneapolis 5543 l 
(612) 869-3261 

MISSOURI 

fsf~n.;~;~~f ;:;;.~:s Company 
Kansas City 64131 
(816) 363-6000 
TWX: 816-556-2347 
Engineering Services Company 
67 l 7 Vernon Avenue 
St. Louis 63130 
(314) 726-2233 
TWX: 314-556-0173 

NEW MEXICO 

~{if' L~·~~~~iC,:E 
Albuquerque 87108 
(505) 265-5 767 
TWX: 910-989-1679 

NORTH CAROLINA 

Lee Associates. Inc. 
432 West End Boulevard 
Winston-Salem 27101 
(919) 724-2406 

OHIO 

WKM Associates. Inc. 
6741 Ridge Road 
Cleveland 44129 
(216) 885-5616 
TWX: 810-421-8453 

WKM Associates, Inc. 
6085 Far Hills Avenue 
Dayton 45459 
(513) 298-7203 
TWX: 810·459-1687 

PENNSYLVANIA 
WKM Associates, Inc. 
90 Clairton Boulevard 
Pittsburgh 15236 
(412) 892-2953 
TWX: 710-667-4858 

TEXAS 
Dannemiller-Smith, Inc. 
2720 Mockingbird Lane 
Dallas 75235 
(214) 357·8249 
TWX: 214-889-8946 

Dannemiller.Smith, Inc. 
2120 South Post Oak Road 
Houston 77027 
(713) 622-4400 
TWX: 713-571-1083 

Dannemiller-Smith, Inc. 
1422 Westmoor 
Austin 78723 
(512) 453-0080 

CANADA 
Megatronix, Limited 
1800 Avenue Road 
Toronto. Ontario 
(416) 783-3329 
TWX: 610-491-1713 



International Distributors ... 

AUSTRALIA 
Neutronics Pty .. Ltd. 
364 Eastern Valley Way 
Chatswood, N.S.W. 
Tel: 40-0251 
Cable: Neutronics, Sydney 

AUSTRIA 
E. Schrack Elektrizitats AG 
Pottendorferstrasse 25·27 
Vienna Xll/87 
Tel: 83.26.51 

BELGIUM 
Ets. deGreef 
53 Avenue Everard 
Brussels 19 
Tel: 44.19.13 
Cable: Matradio 

BRAZIL 
Emile H. Staub 
Caixa Postal 
P.O. Box 30.318 
Sao Paulo 

DENMARK 
Semler & Matthiassen 
Aebelosade 1 
(Box 879) 
CopenhasenO 
Tel: (01) 29-03.11 
TWX: 9311 Semmatt 
Cable: Sematt Copenhasen 

FINLAND 
Havulinna Oy 
P.O. Box 10468 
Helsinki 10 
TEL: (Puhl 61451 
TWX: 12426 Havula Hki 
Cable: Havula Helsinki 

FRANCE 
Ets. Radiophon 
148, Avenue Malakoff 
Paris 16a. 
TEL: 553.32.50 
TWX: 25849 Rdiofon Paris 
Cabla: Radiophon Paris 

GERMANY 
Nucletron vertriebs Gmbh, 
60, Gartnerstrasse 
8 Munich 54. 
TEL: 54.60.81 
TWX: 05·24208 
Cable: Elektradimex 

INDIA 
Motwane Private, Ltd. 
127, Mahatma Gandhi Road, Fort 
(Post Box 1312) 
Bombay IBR 

IS RAEL 
Elina Ltd. 
P.O. Box960 
Tel-Aviv 
TEL:52068 
Cable: Melindus Telaviv 
ITALY 
Dr. Ina. Mario Vianallo 
Via. L. Anelli 13 
Milan 
TEL: 553.081/811 
Cabla: Vianellomar Milano 
JAPAN 
Tokyo Electron Labs 
TBS Buildina, Akasaka 
Tokyo 
TEL: 584-0931 
TWX: TK4278 Elactlab 
Cabla: Electlab 

NORWAY 
Gustav A. Ring 
Rinshuset, Volvat 
Oslo3 
TEL: 46.68.90 
TWX: 6234 Garins 0 
Cabla: Garin& Oslo 

PORTUGAL 
Electrotechnicos Reunidos Lda 
Avenida Duque D'Avilla 66-3 
Lisbon, 1 
TEL:41161/2/3/4/5 
CABLE: Electrotecnicos 

European Sales Headquarters 
ENGLAND 
Fairchild Instrumentation 
Grove House 
551 London Road 
lsleworth, Middlesex 
560·0838 
Telex: 24693 

SPAIN 
Rema, Lao Haas 
General Sanjurjo 18 
Madrid, 3 
TEL: 233.60.10 
SWEDEN 
J.C. La1ercrantz 
Box 314 
Solna, 3 
TEL: 83.07.90 
TWX: 10363 Fivessvee Sth 
CABLE: Fivessvaa Sth 
SWITZERLAND 
Sayffer & Co. Inc. 
Badenerstrasse 265 
Zurich 
TEL: (051) 25.54.11 
Cable: Radioseyffar Zurich 
TURKEY 
Mavaa 
Galata Bankalar Caddasi 71-73 
Istanbul 
(P.O. Box 143) 
TEL: 49.83.00 
Cabla: Vasfi Istanbul 

UNITED KINGDOM 
Avaley Electric Ltd. 
Soutll Ockendon 
is sax 
TEL: South Ockendon 3444 
TWX: 24120 Avel Ockendon 
Cabla: Aval Ockendon 
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